25X1A

Approved For TWW’: (.iI‘A-RDP7SBO4747A0015000&66&“1"-;8#"'
vLINTIAL

#PIC/T4D8/D/6-1386
20 Mey 1966

AN, R: TP TET p«?i Ri4ds8d ‘ r\4
MiMORANDUMY FOP THT RICORD i&

BUBJECT: Haiutensnce Uistory of Chip Comparstor odel 47S.E
Gerisl %o. 2 instslled in TID

25X1A

1. Jublect instrument was {nstalled by | |. in Hoveuwber 1945.
fay

Due tc lack of suitable teletynae equipment it could not bve utilised until
196t. Durins this zix month period, room temperature vas maintelned within
operational (4 1°) 1ixits,

2. On 9 ifay 1966, prior to setting up spd checkins out on-line
oreration, £FS observed that both axes were not counting correctly. On 10

Hay, FES adjusted X and Y interferemeter signal levels and[ | circuits
to specifications, and aceurste counting was obisined.

3. Om 11 May., a spot check dy EFS foypd that the Y axis wss not count-
ing st al1l, but the ¥ axis was correct P8 made the necessary sdjustments
to tue Y-axis interfergmeter and cirenite. On 12 sy . an identicsl
situation was found and eorrected inm 2 like meanner.

L. On 13 Hay. at 0900, both ecunters were cheeked and found to be
opereting satiafsctoriiv. Thisz was the first time correct operation was
obtained over & 2L hour period.

2+ No checks were made during the weck-end of 1k-15 May. but on 16 Mey
both exes vere found to be counting incorrectly. BPased on similar problems
with Cuip Comparator Hodel 405.B, Serisl ¥o. 1 for whieh no golutiop has
yet been found, EPS decided that further adjustrent would be futile.

6. During the veriod of these checks and adjustments the eculpment
was left on 2h4.hours per dasy snd roor temperaturs was meintained within
specified lirmits,
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